Introduction
Owing to their excellent biological and mechanical properties, commercially pure titanium (CP-Ti) and Ti alloys (Ti6Al4V) have widely been in use as endosseous implants in clinics. 1, 2 However, Ti lacks antimicrobial properties and sufficient osteogenic activity, which leads to a delayed osseointegration and complicated bacterial infections -which
To overcome these problems, minerals with antimicrobial properties, the ability to induce new bone formation, and the effect of lowering the fracture risk in osteoporosis can be substituted into the HA. 9 These substitutions may bring about changes in the crystal structure and material properties like phase stability and reactivity. The substitution of Zn 2+ and Sr , and F − for OH − stimulates the adhesion of bone cells to the implant and enhances the coating stability. 11 Being known for their strong inhibition of bacterial activities, 9 Ag ions, even in low amounts, can improve antibacterial properties of the HA. 12 However, the toxicity of high amounts of Ag beyond a critical value may lead to cell death. 9 In view of the high flexibility of the apatite structure, a great variety of cationic and anionic species can be incorporated into the HA structure -an effective method to modify the properties of HA. 9 Ag ions of radius 1.28 Å are substituted for Ca ions of radius 0.99 Å, which increases the lattice parameters. 9 It is worth noting that the incorporation of F − into the HA structure reduces its unit cell volume and dissolution rate and increases its hardness 13 -therefore, partial substitution of F − for OH − ions, which results in Ca 10 (PO 4 ) 6 (OH) 2-x F x , is one way for enhancing the structural stability of a HA coating, and for decreasing its in vivo dissolution rate. 15 In vitro studies indicate that the F − for −OH − substitution induces greater cell proliferation and reduces bacterial proliferation. 14 Therefore, the mechanical and biological behavior of apatite coatings in metallic implants can be improved for biomedical applications. 17 A strategy that is worth pursuing is to fabricate a novel F-and-Ag-substituted HA (FAgHA) coating of implants that can have a good chemical stability with enhanced antibacterial properties.
Electrodeposition (ED) is one of the most promising approaches for fabricating HA coatings on Ti. 6 Several studies have reported the electrodeposited co-substitution of two distinct ions such as Sr/Mg, Cu/Zn, Na/Si, and F/Sr, into HA coating. 18 However, the major challenge of this method is the weak bond strength between the doped HA coating and the substrate. 19 The use of TiO 2 in the coating structure can improve the adhesion and corrosion behavior of the contacting layer. [20] [21] [22] In some cases, an intermediate layer of TiO 2 is formed by anodization between the HA deposit and the substrate. The porosity of the layer can enhance the HA adhesion and create suitable cell anchorage circumstances. 20, 21 We have already reported that AgHA/TiO 2 nanocomposite coatings can promisingly deactivate bacteria to lose their replication ability, which leads to cell death and significant bactericidal activity against gram-negative bacteria. [23] [24] [25] [26] In addition, we previously employed ED to synthesize fluorhydroxyapatite (FHA)/ZrO 2 nanocoatings on Ti; 27 this ED-fabricated nanocomposite coating exhibited superior mechanical and chemical stability and stronger corrosion resistance than the pure HA film in physiological environments. 27 To the best of our knowledge, there have so far been no reported use of ED for the co-substitution of F and Ag into the HA coating on TiO 2 nanotube arrays. The present research was aimed at fabricating an FAgHA-TiO 2 (FAgHA/TNT) nanocomposite bilayer coating that can simultaneously offer the advantages of both TiO 2 and FAgHA. We aim 1) to synthesize the coating without the decomposition of the HA and without the formation of metallic silver and 2) to develop a fabrication method for the FAgHA coating that has a nanostructure with the use of the ED technique at a low processing temperature to combine cytocompatibility with antibacterial properties. The characterization of material properties, antibacterial performance, and cell adhesion behavior of the coating provides us with the data on its possible use in biomedical applications. 
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FAgHA/TNT-coated Ti for enhanced bactericidal effects and osteoinductivity cytocompatibility fabricated by ED combined with anodization. The anticorrosion performance of the bilayer coating of the FAgHA and titania nanotubes (TNTs) on Ti within a simulated body fluid (SBF) solution was studied by electrochemical techniques. The antibacterial activity and in vitro cell viability studies have shown that the biological properties of the FAgHA/TNT-coated Ti are appropriate for orthopedic applications.
Materials and methods

Synthesis of TiO 2 nanotubes during the anodization process
A Ti foil with the dimensions of 10×10×1 mm 3 was embedded in epoxy resin such that an area of 1 cm 2 was exposed to the electrolyte; this foil was used as the substrate to grow TNT arrays. Silicon carbide papers of successively finer roughness were used to polish the surface to mirror quality. The Ti disks were cleaned with acetone, ethanol, and deionized water in an ultrasonic cleaner. 8 Then, they were etched in a solution of HF, HNO 3 , and H 2 O with the ratio of 1:4:5. The TNT arrays were prepared by the standard two-electrode anodization at room temperature in the potentiostatic mode. The cathode was a platinum plate, and the anode was the Ti sample. To create the nanotube layers, the samples were anodized in an electrolyte containing 0.5 wt% of HF solution. 22, 26 The anodizing voltage was kept at 20 V during the 50-minute process. After anodization, the samples were ultrasonically washed in ethanol for 10 minutes to remove the fluoride ions remaining on the surface of the TiO 2 nanotubes.
Synthesis of FAgHA/TNT coatings
It was reported that the HA coating that was formed by the ED on the anodized Ti was not homogenous if the sample did not undergo any surface treatment. 21 To obtain a homogenous HA, the anodized Ti samples were treated by 2 M NaOH solution at 55°C for 3 minutes prior to ED. After the pretreatment, an HA coating was fabricated with ED at 60°C for 30 min -this HA coating was used as the control. A conventional cell was fitted with a platinum tablet as the anode and a Ti sheet, which was coated with the anodized TNT layer, as the cathode. The saturated calomel electrode (SCE) served as the reference electrode; an electrochemical workstation (CHI600E) was used for electrochemical measurements. A current density of 0.9 mA/cm 2 was used for the coating process. The concentration of the solution was kept uniform by using a magnetic stirrer that was controlled at 240 rpm. The electrolyte was prepared from the mixture of Ca(NO 3 ) 2 (0.021 mol/L), NH 4 H 2 PO 4 (0.025 mol/L), NaNO 3 (0.1 mol/L), and AgNO 3 (0.021 mol/L). The addition of NaNO 3 enhances the ionic strength. The molar ratios of 
Ag
+ /(Ca 2+ + Ag + ) were 0.5. The target (Ca + Ag)/P ratio of 1.67 was also designed. The pH value of the solution was adjusted to 4.5 by adding HNO 3 and (CH 2 OH) 3 CNH 2 . The FAgHA coating was directly electrodeposited after adding NaF (1 mmol/L) into the electrolyte at 60°C±1°C. The concentrations of Ag and F were determined based on the previous studies. 26, 27 After the ED procedure, the samples were sintered in air at 450°C for 2 hours. The purpose of the heat treatment was to enhance the crystallinity of the HA coating and to make the TNT transform from amorphous to anatase phase. 20 All of the reagents were of analytical grade and purchased from Aladdin (Shanghai Aladdin Biochemical Technology Co., Ltd., Shanghai, China).
Characterization of FAgHA/TNT coatings
The HA-coated Ti discs (n=3 for each analysis) were characterized for different properties as described. X-ray diffraction (D/Max-2500; Rigaku Corporation, Tokyo, Japan) equipped with the Cu-Kα radiation of λ≈1.5418 Å and 10°2θ70° was used for the phase analysis of the samples. The standards compiled by the Joint Committee on Powder Diffraction and Standards (JCPDS) were used for comparing the experimental X-ray diffraction profiles. The X-ray photoelectron spectroscopy (XPS) of the specimens were carried out by using a Thermo ESCALAB 250XI spectrometer. Fourier transform infrared spectroscopy (FT-IR; Nicolet 670, MA, USA) was used to evaluate the functional groups and structural changes of the milled samples. All spectra were recorded at the ambient temperature in the range of 4,000 to 400 cm −1
. The field emission scanning electron microscope (FE-SEM, JEOL JSM-7500F; JEOL, Tokyo, Japan) was used to examine the morphological features of the milled and annealed samples. The elemental compositions of the samples were measured with the energy-dispersive X-ray spectroscopy (EDS) that was attached to the FE-SEM. The bond strength between the FAgHA coating and the Ti substrate was examined with a universal testing machine (AG-10TA, Shimadzu, Kyoto, Japan) in accordance with the international standard of the American Society for Testing Materials (ASTM F1044-05). 28 A contact angle meter (Easy Drop Instrument, DSA 100; KRÜSS, Hamburg, Germany) was used to measure the wettability. 8 
Electrochemical behavior in the SBF solution
Potentiodynamic polarization test and electrochemical impedance spectroscope (EIS) in the SBF solution, which was prepared according to Kokubo's description, 29 were conducted to measure the corrosion resistances of the uncoated and HA-, and FAgHA/TNT-coated Ti samples. The samples were squares of the surface area of 1 cm 2 which were mounted on epoxy resin for electrochemical tests which were conducted with an electrochemical workstation (CHI600E) at 37°C in an open-air glass cell that contained 200 mL of Kokubo solution with the pH of 7.4. A three-electrode cell was used for the potentiodynamic polarization tests. A SCE, a graphite rod, and the sample itself were the reference, the counter, and the working electrodes, respectively. Prior to the electrochemical test, the open-circuit potential (OCP) was established by immersing the samples in the SBF for 30 minutes. The range of potentials and the scanning rate that were used for the potentiodynamic polarization tests were −0.8 to 0.5 V and 10 mV/s, respectively. The EIS were measured over the frequency range of 0.01 Hz to 100 kHz, and the data were analyzed by using ZsimpWin software. 6 To validate the reproducibility of the results, the electrochemical tests were duplicated.
Chemical durability and ion release tests
To examine the chemical durability and the ionic products of the FAgHA/TNT coatings, the coated samples were immersed in 10 mL of phosphate-buffered saline (PBS). The release medium was constantly shaken at 37°C for 1, 3, 5, 7, 9, 11, and 14 days. At the end of each immersing period, the inductively coupled plasma mass spectrometry (7700; Agilent Technologies, Santa Clara, CA, USA) was used to determine the concentration of Ag + and Ca 2+ dissolved from the coating. The HA coating served as the control. The measurements were done in triplicate.
Antibacterial activity assay
Antibacterial properties of FAgHA specimens were investigated on gram-positive Staphylococcus aureus through quantity (bacterial counting) and quality (inhibition zone) assessments. The disk diffusion method was used for the qualitative evaluation. 30 The nutrient agar plates were inoculated with 1 mL of a bacterial suspension that included ~10 7 colonyforming units (CFUs)/mL of bacteria. The HA, AgHA, FHA, and FAgHA disks were gently placed on the inoculation plates and incubated at 37°C for 48 hours. The observed inhibition zone around each sample was recorded with a camera.
The bacteriological plate counting method was employed to evaluate the antibacterial ability of the HA, AgHA, FHA, and FAgHA coatings. The bacteria were cultured in the liquid nutrition agar medium at 37°C for 12 hours to the concentration of about 10 7 CFU/mL. All the laboratory supplies were sterilized in an autoclave at 121°C for 30 minutes. Briefly, 0.5 g of each sterile sample was dispersed in centrifugal tube 
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FAgHA/TNT-coated Ti for enhanced bactericidal effects and osteoinductivity containing PBS (9 mL) and bacterial suspension (1 mL) and incubated at 37°C for 3, 6, 9, 12, 24, 36, and 72 hours. To count the bacteria, 100 μL of the suspension was then extracted from the centrifugal tube, was inoculated into the solid nutrition agar medium, and was then incubated for 24 hours at 37°C. The bacterial colonies were estimated according to the National Standard of China GB/T 4789.2; the antibacterial rates (R%) were calculated as 8:
where the CFU c represents the average number of the bacteria in the control group which is the bacterial suspension diluted by the PBS without adding any nanocrystal and the CFU e represents the average number of the bacteria in the experimental group.
Mineralization in SBF
FAgHA/TNT-coated Ti was immersed in SBF for biomineralization. After immersed in 20 mL of SBF in sterilized bottle in a water bath at 37°C for 7 and 14 days, respectively, the specimens were washed with deionized water and dried under a vacuum. The FE-SEM equipped with EDS was used to characterize the surface morphology changes of the samples after the soaking in SBF.
Cytotoxicity evaluation cell culture
The mouse osteoblastic MC3T3-E1 cell line was purchased from the Type Culture Collection of the Chinese Academy of Sciences (Shanghai, China) (ATCC CRL-2594). The MC3T3-E1 was cultured in the a-MEM (Hyclone Laboratories Inc, South Logan, UT, USA) supplemented with 10% fetal bovine serum (Thermo Fisher Scientific, Waltham, MA, USA), 1% penicillin/streptomycin (Thermo Fisher Scientific), and 2 mM l-glutamine (Thermo Fisher Scientific); the culture was incubated in 5% CO 2 atmosphere at 37°C. Then, a volume of 250 μL of the MC3T3-E1 suspension at the density of 5×10 4 cells/well was seeded, and rested for 2 hours on the Ti foils in a 24-well plate forcell attached on Ti foil not dish. Then, 750 μL of the fresh medium was gently added along the wall of each wells. The MC3T3-E1 on the Ti foil was cultured in the medium for desired time points in all of the following experiments.
Cell morphology
After incubation for 24 hours, the adherent cells were fixed with 2.5% glutaraldehyde for 2 hours; they were then washed thrice with PBS for 5 minutes. Then, the dehydration of the samples was done with a graded series of alcohol for 15 minutes; thereafter, they were dried in supercritical CO 2 . 7, 8 The samples were then sputter-coated with gold, and the cell morphology was observed with the SEM. To observe the cytoskeleton, the adhering cells were immersed in a 4% paraformaldehyde solution for 10 minutes and were then stained with phalloidin (5 μg mL −1 ; Sigma-Aldrich Co., St Louis, MO, USA). The fluorescence images of the adhering cells were obtained by a stereomicroscope (model SMZ745/745T; Nikon, Tokyo, Japan).
3-(4,5-Dimethyl-2-thiazolyl)-2,5-diphenyl-2-Htetrazolium bromide (MTT) assay
MTT was purchased from Genechem (Shanghai, China). The MTT assay was used to measure cell vitality. At the prescribed time points, the Ti foils that had cells were gently rinsed with PBS and then transferred to a new 24-well plate. Then, 100 μL of the MTT solution (5 mg/mL) was added into a 24-well plate, and the samples were thereafter incubated at 37°C for 4 hours. Later, 500 μL of dimethyl sulfoxide was used to dissolve formazan, and the optical density (OD) was measured at 490 nm on the microplate reader.
Detection of intracellular alkaline phosphatase (ALP)
The osteogenic differentiation on the samples after 7 and 14 days of culturing was determined by using an ALP assay. The medium was removed, and 500 mL of Triton X-100 (1%) was added into the 48-well plates. After being shaken for 5 minutes, the 24-well plate with the samples was incubated in a water bath at 37°C for 1 hour. Then, the microplate reader was used to test 30 mL of the supernatant with an ALP ELISA kit at the wavelength of 520 nm.
Results and discussion
Characterization of TN Figure 2 shows the top and cross-sectional FE-SEM micrographs of the anodized surface of Ti. As shown in Figure 2A , the TiO 2 nanotubes grow perpendicular to the surface of the anodized sample; the total thickness of the nanotube layer is about 400 nm ( Figure 2B) ; the average wall thickness of the nanotubes is 15 nm, and their average inner and outer diameters are 100 and 130 nm, respectively ( Figure 2C ). Figure 2D shows the FT-IR spectra of the anodized surface of Ti. The band at 685 cm −1 is assigned to the vibrational mode of bending of Ti−O bond. 8 The curved surfaces of the nanotubes provide a large number of active sites that are available for nucleation, which consequently results in 14 It is noteworthy that the XRD patterns of 
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FAgHA/TNT-coated Ti for enhanced bactericidal effects and osteoinductivity the FAgHA exhibit higher crystallinity than those of the HA coating. The XRD patterns of the HA and FAgHA coatings did not show any significant amorphous background hump. Moreover, no other Ca-P phases were detected in the XRD patterns of the coatings. The patterns show anatase TiO 2 phase which can be due to the heat treatment at 450°C that involves the amorphous-to-anatase phase transformation. 28 The XRD peaks for crystallized TiO 2 were observed at 2θ =25.5° and 27.58°, which are related to anatase (JCPDS card no: 21-1272) and rutile phases (JCPDS no: 21-1276), respectively. 31 The diffraction peaks of the FAgHA/TNT coating were at 2θ values that were slightly higher than those in the standard 
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huang et al pattern of the HA, which may be attributed to the crystal lattice distortion due to the substitution of Ag + and F − ions into the HA lattices ( Figure 3A(b) ). 26, 27 Ag + incorporation into the HA leads to a slight increase in the diameter of the spheres of doped HA. As compared with the HA, the incorporation of Ag + into the HA shifts the diffraction peaks to lower 2θ values, which indicates an expansion in the crystal lattice, which can be attributed to the larger ionic radius of Ag (0.126 nm) compared with Ca (0.099 nm). 32 On the other hand, the incorporation of F − into the HA moves the major peaks of the HA to higher 2θ values, confirming that some of the fluoride ions are substituted for the hydroxyl group of the HA. 25 Then, the co-addition of Ag and F into the HA has moved the diffraction peaks to higher 2θ values, which indicates that the lattice parameters have been reduced ( Figure 3B) ; that is, F − has had a bigger effect than Ag + in changing the unit cell of the HA crystal. 13 This shift of the XRD peaks ( Figure 2B ) with respect to the F/Ag-free HA served as an evidence of F/Ag co-substitution in our fabricated coatings. 15 However, the aforementioned peak shift might be due to the strain effects and/or the mismatch between the thermal expansion coefficients of the film and the substrate. 4 Figure 3A(c) shows the FT-IR spectra of the FAgHA nanocoating. The two bands at 3,442 and 1,638 cm −1 belong to the vibration of the adsorbed water in apatites. The vibrations that are related to the phosphate groups were detected by the bands at 567 and 603 cm −1 (ν 4 ), 962 cm −1 (ν 1 ), and 1,041-1,087 cm −1 (ν 3 ). 6, 33 The presence of three bands at around 877 cm −1 (ν 2 ), 1,421 cm −1 (ν 3 ), and 1,457 cm −1 (ν 3 ) were due to carbonate vibrations, revealing some substitution of PO 4 3− sites by CO 3 2− ions. 33 The band 3,571 cm −1 is related to the symmetrical stretching (ν 1 ) mode of the OH − in the HA. 13 Based on the classical review of Fowler, 34 the shift of the FT-IR spectrum in the FAgHA film to 3,543 cm −1 is attributed to the partial substitution of F − for OH − in the HA structure. It has also been shown that the substitution of F − for OH − in the HA (Ca 10 (PO 4 ) 6 F 2-x (OH) x ) shifts the OH − band at 630 to 670 cm . 15 Confirming the substitution of F − for OH − , the subsequent shifts in the HA spectrum suggests that the FAgHA/ TNT structure had regions of high fluorine concentrations. 13 The FT-IR spectra did not show any indication of Ag−O bonding from the Ag 2 O or AgO phases, which indicates that Ag + was indeed incorporated into the HA structure. 8 XPS is another effective way to identify the Ag + and F − incorporation into the HA structure. The XPS results for the FAgHA/TNT coatings have been highlighted in Figure 3B (a). The peaks corresponding to Ca2s (438.7 eV), Ca2p 3/2 (347.5 eV), Ca2p 1/2 (351.1 eV), P2s (191.1 eV), O1s (531.6 eV), F 1s a (684.2 eV), F 1s b (688.3 eV), Ag3d 5/2 (368.0 eV), Ag3d 3/2 (373.9 eV), and O2s (23.0 eV) are all obviously evident. The peaks corresponding to Ca2s, Ca2p 3/2 , Ca2p 1/2 , P2s, O1s, and O2s are clearly observed in line with previous reports. 35, 36 The presence of an F 1s peak in the XPS spectrum is an indication of the bonding of fluorine to the film surface ( Figure 3B(c) ). The fitting of the F 1s envelope revealed the presence of a main peak at 688.3 eV and a minor contribution at 684.2 eV. The energy at 688.3 eV corresponds to the fluoride ions interacting with calcium atoms in the structure of fluorapatite (FA). 37 This binding energy of fluorine and calcium (F-CaII) is an indication of the partial substitution of hydroxyl by fluoride ions in the HA structure. As reported previously, 38 the fingerprint of F in the FHA is the low-intensity F 1s peak at 684.2 eV. The peaks of Ag ((3d 5/2 ) 368.0 eV) and Ag ((3d 3/2 ) 373.9 eV) are in agreement with the previously reported values. 8 Furthermore, the splitting of the 3d doublet of the Ag at 6.1 eV demonstrates the existence of Ag ions. Figure 3B(b) shows the XPS narrow scan spectra of the Ag element. The binding energies of the Ag (3d 5/2 ) core level for Ag 2 O and AgO are 368.2 and 367.7 eV, respectively. 26 Hence, based on the deconvolution of the Ag (3d 5/2 ) peak into two Gaussian components with similar full-widths-at-half-maximum after Shirley background subtraction, we found that ~38% of the incorporated silver was in the Ag 2+ chemical state, and the rest of the silver was incorporated into the HA as Ag + state. The XPS results further confirm the successful incorporation of the Ag 2+ /Ag + in the FAgHA/TNT coating. No other elemental species were detected at least at the detection limits of the instrument (~0.1 atomic % concentration). Figure 4 shows the FE-SEM microstructure information of the HA and FAgHA/TNT coatings on Ti along with the cross-sectional image of the as-formed bilayer coating. The surface of the HA has a micro-flake-like structure with many agglomerated features ( Figure 4A and B) . In biological environments, the body fluid will infiltrate into the pores, and induce the fast corrosion of the substrate. The loose microstructures on the surface are comparatively easy to shed, which may result in inflammation during implantation periods. 39 Morphologies of modified HA layers have significantly been changed compared to the pure HA layer. By contrast, the FAgHA/TNT coating shows compact dandelion-like aggregates of acicular-shaped crystals ( Figure 4D ), which densely and uniformly cover the entire surface of the TNTs without any apparent defects 
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FAgHA/TNT-coated Ti for enhanced bactericidal effects and osteoinductivity ( Figure 4C ). The diameter of the acicular-shaped crystals ranges from 30 to 50 nm ( Figure 4E ), which is similar to that of natural bones. 25 Importantly enough, an artificial material that is more similar to the tissue structure can more effectively support the natural healing process. 20 Compared to the flake-like HA coating, the FAgHA/TNT acicularshaped coating can better protect the substrate, thanks to its dense and uniform structure; the acicular-shaped coating provides more contact area with the surrounding fluid after the implantation and is therefore more favored for the deposition of apatite. Consisting of positive Ca and negative PO 4 ions, and the closely packed OH and F groups, the FAgHA nanostructure has played an important role in crystallization and bone bonding. 25 Moreover, the nano-sized HA is more effective in bone cell adhesion and proliferation. 40 Figure 4F presents the cross-sectional FE-SEM images of the FAgHAmodified nanotubular Ti. The FAgHA/TNT coating is of a thickness of about 2-3 μm and there is a sound adhesion to the underlying substrate -the coating can tightly adhere to the substrate. Figure 4G presents the schematic diagram of the coating section. The FAgHA coating is embedded in the interior and the surface of the nanotube. A significant increase in FAgHA/anodized adhesion strength may be achieved due to the interlocking of the roughened surface with the FAgHA colloidal particles which penetrated into the voids of the TiO 2 nanotubes. 40 In addition, the effect of the NaOH pretreatment on crystal size of electrodeposited HA was previously described by Oh et al. 41 In that study, the growth of finerscale structure of HA from a nanostructured substrate (TiO 2 nanotube arrays) is one way to fabricate nanostructured HA coating for orthopedic implants.
The elemental composition of the FAgHA has been given in Figure 5A . According to the EDS spectrum, the sample mainly consisted of F, Ag, Ca, P, O, and C; components P, O, Ca, and C are primarily derived from the carbonated HA, whereas Ag and F elements may originate from the substitution of Ca 2+ ions in the HA crystal lattice by Ag + and OH by F. 16 The only by-product of the milling of the sample was water, and no other chemically stable contaminant was 
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FAgHA/TNT-coated Ti for enhanced bactericidal effects and osteoinductivity therefore observed. The decrease of the (Ca+Ag)/P atomic ratio from 1.67 -the theoretical HA stoichiometry -to 1.27 in the FAgHA layer is in good agreement with the replaced amount of Ca ions by Ag ions. The outer FAgHA coating is composed of calcium-deficient HA, which may cause excellent biodegradation and induce the precipitation of bone-like apatite after implantation. 8 The distribution of F and Ag into the deposited layer was evaluated with the EDS mapping of the elements which has been shown in Figure 5B . The mapping shows a uniform distribution of the elements throughout the surface layer.
Bonding strength
The bonding strength of the deposited HA with the Ti substrate was 8.8±3 MPa. The adhesive strength of the AgHA coating to the Ti substrate was calculated at 8.2±3 MPa; the FAgHA/Ti and FAgHA/TNT adhesion were 12.2±4 and 17.1±5 MPa, respectively -the incorporated F have drastically enhanced the adhesion of the coating to the Ti substrate, 28 which can be understood as follows. The coefficients of thermal expansion (CTE) of the materials involved in the coating are 8.9×10
−6 K −1 for Ti6Al4V, 12.7-13.5×10
K −1 for the HA, and 8.5-9.1×10 −6 K −1 for FA -Ca 10 (PO 4 ) 6 F 2 where F substituted all the OH in the apatite structure. 42 Performing scratch tests, Cheng et al found that the highest peeling-off value for the FHA coatings is 478 mN (adhesive failure), which approximately equals a pull-out strength of 20 MPa. 42 Moreover, commercial plasma-spray coatings reached ~20 MPa of the bonding strength. 43 The CTE value of the FAgHA can be reasonably assumed to be between those of the HA and FA. This CTE mismatch between the coating and the substrate develops a residual stress that is proportional to the CTE difference. 42 The incorporation of F reduces the CTE mismatch, and consequently, the reduced residual stress makes the bonding of the coating to the substrate stronger. The highest adhesion of 17.1±5 MPa of the FAgHA/anodized Ti sample can thus be attributed to the interlocking of the roughened surface with the FAgHA colloidal particles which penetrated into the voids of the TNT. 28, 44 The superior chemical bonding of TiO 2 to the substrate improves the interfacial cohesion in the FAgHA/anodized double layer. 28 Parcharoen et al showed that the TNT arrays can improve both the adhesion of electrodeposited HA and the osteoblast cell growth. 21 Reportedly, the surface morphology of the TNT promotes the mechanical interlocking between the HA coating and the TiO 2 .
22,45
Corrosion behavior
Tafel polarization curves of bare Ti and Ti coated with bioceramics were recorded for comparing the degradation rates. The Tafel curves were evaluated by a linear extrapolation of the anodic and cathodic slope at ±100 mV from OCPs. Figure 6A shows the polarization curves of the bare and the coated substrates along with the obtained electrochemical parameters of the samples. The corrosion potential (E corr ) and current density (i corr ) of the HA-coated sample in comparison with the bare sample have shifted from −551 mV and 3.71 μA to −489 mV and 0.57 μA, respectively. A higher corrosion potential and lower corrosion current indicate a higher corrosion resistance. 1, 6 Moreover, as seen in Figure 6A , 
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huang et al the co-incorporation of F and Ag into the HA shifts the E corr and i corr of the coated substrate from −551 mV and 3.71 μA to −524 mV and 0.18 μA, respectively. The uniformly compact surface of the FAgHA/TNT coating can better protect the substrate, which prevents corrosive ions from entering into the substrate. 1,2 Electron and ion transports at the coating/electrolyte interface are hindered by the FAgHA coating deposited on the protective TiO 2 nanotubes layer whose regeneration can also be promoted by the coating through its uncompressed structure, which then protects the substrate against corrosion. 4 Very useful information about the resistive and capacitive behavior of all as-coated samples can be obtained by the EIS. 2 The Nyquist plots of the uncoated Ti, HA-coated, and FAgHA/TNT-coated Ti samples in the SBF solution at the OCP conditions have been shown in Figure 6B . As can be seen, the coated and uncoated samples showed a single capacitive loop at all high frequencies; compared with the loops of the uncoated Ti, those of the bi-layered FAgHA/TNT and the monolayered HA coatings have significantly larger diameters. This phenomenon makes it difficult to separate the time relaxation of the physical impedance of the coating from that of the electrochemical reaction impedance at the Ti/coating interface.
1,2 The same conclusion can be reached by qualitatively comparing the polarization data with the results pertinent to the Nyquist plots.
Based on the EIS data, Figure 6B manifests an equivalent circuit model between the corroded samples and the SBF solutions. The impedance spectra were further fitted with an equivalent circuit by using ZSimpWin software with the Rs(Q dl R ct ) model for the uncoated Ti, where Rs is the resistance of the electrolyte; R ct is the polarization resistance of the passive layer on the CP-Ti substrate, and Q dl is the doublelayer capacitance of the interface of the passive layer and the electrolyte. R s (Q p R p ) (Q dl R ct ) model was used to simulate the corrosion behavior of the FAgHA/TNT-coated Ti. R s , R p , Q p , R ct , and Q dl are the resistance of the solution, the resistance of the coating, the capacitance of the coating, the charge transfer resistance, and the capacitance of the double layer, respectively. The FAgHA/TNT coating possesses the highest corrosion resistance. Figure 7 shows the chemical stability and ion release of the FAgHA/TNT coating in the PBS. The Ca ion concentration in the pure HA is higher than that in the FAgHA/TNT coating, which indicates that the pure HA coating has a higher dissolution rate. This can be put down to the higher density and chemical stability of the FAgHA/TNT coating -the higher release of Ca ions from the pure HA is due to its lower chemical stability as shown in Figure 7A . The contraction in the a-axis of the crystal lattice of the FAgHA because of the incorporation of F enhances its crystallinity and stability, 15 which consequently reduces its solubility. Figure 7B shows the effect of the immersion time on the amount of Ag + released in the PBS. The Ag + release from the FAgHA/TNT was very fast in the first 5 days, which then gradually decreased in the following days. Therefore, the FAgHA/TNT-coated Ti implants continuously release Ag + , resulting in a high enough initial concentration of antimicrobial agents (Ag + ). This can prevent bacterial adhesion to implants after the implantation surgery. 12 Moreover, a continuous release of Ag + after the implantation surgery is also very essential to prevent the formation of a bacterial 
Chemical durability and ion release tests
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FAgHA/TNT-coated Ti for enhanced bactericidal effects and osteoinductivity biofilm on Ti-based metallic implants. 46 In view of the cytotoxicity of Ag + ions, their concentration should be controlled so optimally that any potential side effects are prevented. The amount of the Ag + released from our fabricated FAgHA/TNT coating was 230 ppb, lower than the maximum toxic concentration of 300 ppb in human bloodtherefore, the FAgHA/TNT coating can be a noncytotoxic biomaterial. 47 
Antibacterial efficacy
To evaluate the bactericidal effect, we cultivated the bacteria with various samples according to the bacteria counting method. Figure 8A -E summarizes the results of the antimicrobial properties of HA, FHA, AgHA, and FAgHA composites against S. aureus with an exposed time of 24 or 36 hours. Compared with the blank and HA groups, the Ag-doped HA groups allow for very low proliferation of bacteria, implying the apparent bacteriostatic effect on S. aureus. Compared to the pure apatites, the Ag-modified apatites (AgHA or FAgHA) strongly affected the viability of the bacteria (pattern vs clear bars in Figure 8F ). The reduction ratio of viable cells in the AgHA was about 99.5% or 100% (p0.05) for 24 or 36 hours of incubation, respectively ( Figure 8G) . Interestingly, regardless of the time of incubation, silver-modified FA showed 100% inhibition of bacteria proliferation (p0.05). Some cell reduction was also observed for the HA and FHA without silver ionsmicroorganism cells can somehow adhere to the particles of HA, which may add to the total number of cells reduced by the tested samples. 4 The bactericidal activity was therefore dependent on the type of apatite, and the silver doping of the FAP could drastically increase the antibacterial effects. Moreover, the possibility of bacteria adhesion to the FAgHA can explain its higher efficacy of antibacterial activities. In summary, no viable bacteria were identified for any of the silver-modified composites, confirming their strong antibiofilm activity. Figure 8F shows the antibacterial activity of HA, AgHA, FHA, and FAgHA coatings against S. aureus. The HA does not show antibacterial activity -the whole HA is surrounded by the attached S. aureus cells. Moreover, the FHA sample also does not show any antibacterial activity. However, the AgHA and FAgHA coatings show a clear bacterial inhibition zone for S. aureus. Interestingly, the sizes of the inhibition zones of the AgHA are a little larger than those of the FAgHA, which can be attributed to lower release of Ag + due to the lower dissolution rate of FAgHA.
Physical and chemical characteristics of materials such as morphology, surface properties, and chemical composition can affect the viability of microorganism. 48 It has been demonstrated that the nanostructure with a homogeneous high-surface-area nano-rod-like structure can promote the antibacterial activity through undermining the bacterial cell membrane. 49 However, we have not found any antibacterial effects for the FHA nanocrystal surface; therefore, the antimicrobial effect should be attributed to the release of silver ions in the FAgHA coating. 50 Binds to proteins on the cell membrane, the released Ag + causes structural changes and damages to the membrane. 51 Then, the Ag + penetrates into the cell and causes bacterial death through interacting with nucleic acids. 52 The effective antibacterial activity at Ag + concentrations was of as high as 35 ppb. 53, 54 As the total amounts of the released Ag + (150 ppb) were 35 ppb, the FAgHA reduced the bacteria by 100% in 24 hours of incubation; that is, the initial concentration of the Ag + released by the FAgHA is high enough.
static contact angle
The contact angle was measured by using a classic contact angle meter. For all the samples, the contact angles are 90°, except for the sample shown in Figure 9A (d) which exhibits a hydrophilic behavior which is directly linked with the biocompatibility -the lower the contact angle is, the more biocompatible the material is.
3 Figure 9A presents all the values obtained for all the samples. Sample c with the contact angle of 26.9°±1.8° is the most hydrophilic sample, for the HA is porous and very biocompatible. The less hydrophilic sample is sample a (Ti) with the contact angle of 71.1°±10.2°. Almost all the samples, including the TiO 2 nanotubes (75.2°±11.4°) are within a hydrophilic domain -the contact angles are 90°. It is noteworthy that the most hydrophobic sample is sample d (FAgHA/TiO 2 ) with the contact angle of 110°±18.2°, which can be put down to the dandelion-like aggregates of needle-shape nanocrystals at the surface of FAgHA/TiO 2 . Although the FAgHA/TNT nanocomposite is hydrophobic, previous studies have shown that the activity of integrins is potentially favored at a nanoscale surface; integrins induce cell adhesion and spreading, or cell migration, growth, and differentiation. 55 
In vitro bioactivity
The definition of the bioactivity of ceramics marks the ability of bonding with the host bone tissue. 33 The in vitro bioactivity is assessed by examining the growth of a bone-like apatite on the surface of the sample after soaking in Kokubo's SBF solution. Figure 9B(a-f) presents the SEM micrographs of the surface of FAgHA. After 7 days of immersion, a newly formed layer with a typical spherical shape covered the surface of the sample ( Figure 9B(a-c)) ; the EDS analysis showed that this layer was chemically similar to apatite. Figure 9B (d-f) shows the apatite formation on the surface of partially Ag + -and-F − -substituted HA after soaking in the SBF for 14 days. As seen, numerous tiny crystals precipitate on the surface of the sample as apatite clusters that densely cover the entire surface of the sample. Note that different observations on the apatite layer growth on the surface of the samples are relevant to their morphologies, which is in line with previous findings. 56, 57 Moreover, the EDS spectra shown in Figure 9B (g) shows the existence of Mg, Na, O, Ca, P, and Cl; the Cl and Na can be attributed to the NaCl precipitated from the medium, and the Ca and P are due to the apatite layer ( Figure 9B(g) ). The fact of the apatite formation on the FAgHA indicates that the Ag + and F − incorporation into the HA structure induces a good bioactivity -the FAgHA could be potential bioactive ceramics. 
Cell morphology
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FAgHA/TNT-coated Ti for enhanced bactericidal effects and osteoinductivity Ti, HA, and FAgHA substrates as shown in Figure 10A -F, respectively. Similar spread-shaped MC3T3-E1 was observed on the three coating surfaces. MC3T3-E1 cells shows a typical osteoblast phenotype, which appears threedimensional (3D) and flattened with numerous filopodia and lamellipodia extensions. Meanwhile, the initial cell adhesion and spreading activity of the MC3T3 that was seeded on the samples was studied by fluorescence microscopy. Cytoplasmic actin skeletons are visualized through FITCphalloidin staining ( Figure 10G-I) . The cells grown on the Ti substrate show a normal morphology -a well-organized actin cytoskeleton with numerous cell-cell contacts. The osteoblasts cultivated on the surface of the HA/TiO 2 sample were well-spread and presented a strong cortical actin staining and filopodial extensions. As revealed by the SEM image ( Figure 10B , D, and F) and green fluorescence of FITC, the surface topography clearly controlled the cell attachment and spreading. The cell alignment followed the pattern of the surface texture which was not flat and induced a 3D arrangement of osteoblasts. Such an alignment was also observed for the FAgHA/TNT sample which provided a nano-composite scaffold for a 3D culture of osteoblasts as shown by F-actin staining in Figure 10I . The cells exhibited contact guidance in the nanostructures of FAgHA/TNTs surface with nano-rod-and flake-like morphology; the osteoblasts became more extended with a fusiform-shaped morphology. Therefore, similar to the other two materials, the FAgHA/TNTs surface offers beneficial properties of osteoblast adhesion, which is in accordance with the MTT assay.
It has been found that 6 wt% Ag can notably inhibit the growth of cells, which leads to the death of a few osteoblasts. 58 However, we found that Ag did not affect the cell morphology, which could be because of a low doping amount of Ag (4.00 wt%). On the other hand, cell adhesion depends on the surface roughness. 59 Webster et al reported that nano-grained ceramics with surface structures 100 nm can improve the bioactivity of Ti implants and enhance osteoblast adhesion. 60, 61 In this aspect, nanoscaled modification by FAgHA is an alternative route to improve the osseointegration of Ti-based orthopedic implants. 62, 63 Kilpadi et al suggest that more cell proteins and more purified integrins can be attached to the HA than to commercial pure Ti or stainless steel. 64 In addition, cell adhesion protein absorption is more easily achieved on nano-sized materials because of their higher adhesion. 64, 65 cell proliferation
The cytotoxicity of Ti, HA, and FAgHA/TNT coatings was determined by the MTT assay against the preosteoblast MC3T3 cells of mice ( Figure 11A ). The viability of the cells cultured on HA was comparable with that of the FAgHA/ TNT sample. However, the Ag-doped FHA was a little toxic to MC3T3-E1, and the cell viability was slightly lower than that of the HA coating after 4 and 7 days (p0.5); this can be due to the releasing of Ag + , which results in a few negative effects or influencing the proliferation. 9, 12 Interestingly, after culturing for 4 and 7 days, the cell viability of both the coatings increased obviously, and a statistical significance between the coatings and Ti was observed (p0.5). Moreover, a lower release rate of silver ions can reduce their bioavailability and toxicity. 12 The results show that the behavior of the cultured cells is influenced by the F content; a low surface potential due to a high F content is favored by the cell attachment. 66 Meanwhile, the decrease of the FAgHA dissolution rate could inhibit the release of Ag + , 
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FAgHA/TNT-coated Ti for enhanced bactericidal effects and osteoinductivity thereby reducing its effect on cell proliferation. 23 Finally, the toxicity of Ag + is hindered, which contributed to the increase of cell viability in 7 days. Therefore, the biocompatibility of metallic implants could be controlled by modulating the bioavailability of the released Ag + .
ALP activity test
The ALP activity is an indication of the early differentiation level of osteoblast cells, as it has an important role in promoting the formation of bone tissues at the surface of implants. 12 As illustrated in Figure 11B , the normalized ALP activity for all the samples increased after 7 and 14 days. When the cells were cultured on the FAgHA/TNT, on the 7th day, the ALP activity was lower than that for both Ti and HA, but not statistically (p0.5). Interestingly, the FAgHA/TNT coating obviously increased the ALP activity of the cells than that of those cells cultured on the Ti surface on the 14th day (p0.5); however, the ALP activity of the FAgHA/TNT coating was even lower than that of the HA, but not statistically (p0.5); therefore, the FAgHA/TNT-coated sample promoted the differentiation of the MC3T3-E1 as compared with the bare Ti substrate. Chen et al demonstrated that co-sputtered Ag-HA coatings with a concentration of 2.05±0.55 wt% Ag show antimicrobial effects without cytotoxicity. 67 We have found that a 4.0 wt% Ag doping may influence the ALP secretion of osteoblast to a certain extent. Moreover, the aforementioned in vitro results suggest that the addition of F may reduce the toxicity of Ag nanoparticles in the coatings. In this study, Ag was incorporated into the HA coating to improve its antimicrobial properties. F was added as a second binary element to increase the structural stability and biocompatibility of the HA coating.
These results clearly confirm that the crystalline and morphological structure of nanocomposites improves the biocompatibility and dispersion ability in that the cells completely spread out and result in a nicely grown cell environment. The growth of the cells may be retarded by the roughness caused by the HA particles in microstructure composites, although nanocomposites themselves promote cell proliferation. 59 The FAgHA nanocomposite can be of great potential applications in the field of bone tissue engineering for the growth and cell proliferation of osteoblasts and bone formation. However, the possibility of toxicity due to the accumulation of Ag ions in body fluids raises the concern for the use of Ag in the FHA. Shi et al reported that the Agdoping of 0.27 to 2.2 ppm leads to optimal properties with excellent cytocompatibility and antibacterial ability. 49 In our study, the highest Ag content for the FAgHA was 230 ppb which is considered low compared to other studies. 68, 69 No significant difference was observed on cell proliferation and differentiation tests between HA and FAgHA, which implies no toxic effect of such amount of Ag ions. Their small amounts can even have positive effects on cells and can improve cytocompatibility. − ions can also influence the cell behavior through the FHA dissolution behavior. On the one hand, the existence of F in the FAgHA/TNT composites can make the cell attachment favorable through producing a low surface potential; on the other hand, the incorporated F can reduce the solubility of the FAgHA/TNT composites, which reduces the concentration of Ag + in the culture medium and, therefore, increases cell proliferation. 16 Therefore, the FAgHA composites with a moderate F content are thought to be promising, and they do demonstrate good performance both in vitro and in vivo. Overall, for clinical applications, a moderate content of F, such as Ca 10 (PO 4 ) 6 (OH) 0.52-1.33 F 0.67-1. 48 , is reportedly most suitable as a compromise among cell adhesion, proliferation, and dissolution resistance. 38 Hence, we chose x=1.5 (Ca 10 (PO 4 ) 6 (OH) 2.0-x F x ) in the FAgHA/TNT composite.
In addition, it is worth considering that surface wettability also plays a significant role in osteoblast differentiation and osseointegration. 44 The results of this study indicate that a significant decrease of water CA was found in the HA-coated surfaces compared with the bare Ti substrate. This decreased water CA can stimulate cells to adhere and proliferate better. 44 Notably, the wettability results revealed that the mean CA of the control HA layer was even smaller than that of the FAgHA/TNT coating. However, the cell viability and ALP of the FAgHA/TNT were similar to those of the pure HA, which is an indication of good cytocompatibility. This finding means that the F release or the presence of Ag/F in the FAgHA/TNT coating was even more significant than wettability in promoting the cell growth and differentiation because the F release could induce cell proliferation and differentiation, 18 and the presence of F may alter the surface potential to enhance the cell attachment. 15 Overall, interestingly enough, the incorporation of both Ag + and F − ions into the HA allows for a combination of their individual functions for realizing an integrated set of their excellent properties such as 1) good mechanical performance, 2) long-term stability, 3) enhanced in vitro bioactivity, and 4) antibacterial behavior. These promising features of the FAgHA/TNT antibacterial bio-coating makes it very appealingly suitable for orthopedic applications. Essential for the preclinical evaluation, animal tests should be performed to examine the interaction of the FAgHA/TNT-coated implants with bone tissues.
Conclusion
F and Ag were uniformly simultaneously incorporated into the crystal structure of the HA without forming any other secondary phase. The nanostructured coatings of the FAgHA were successfully deposited onto Ti substrates through ED. The strength of the coatings was improved by a heat treatment that was carried out on the coated samples. Compared with the HA coating, the FAgHA/TNT coating was dense and uniform with a surface of nano-rods of diameters ranging from 30 to 50 nm. The solubility measurement indicated that the dissolution resistance of the HA was increased due to the incorporation of F − ions. The corrosion resistance was enhanced by the nano-rod-like coating -the corrosion current density was decreased by nearly two orders of magnitude. The bonding strength was improved by 17 MPa, thanks to the anchoring effect of the TiO 2 nanotube layer. A superior bactericidal effect against viable S. aureus after the incubation with the FAgHA/TNT was found, whereas incubation with pure HA and control samples did not lead to any significant effects. The results of the immersion tests indicated that the FAgHA/TNT coating presented excellent biological activity. Through in vitro antibacterial and cell viability studies, it was found that the FAgHA/TNT bilayer coating on Ti exhibited excellent antibacterial properties and cytocompatibility. The results confirm that the nanostructured FAgHA/TNT coating is biocompatible and does not negatively impact MC3T3 proliferation and osteoblastic differentiation, whether or not Ag is present. The experimental HA coatings with the codoping of Ag and F ions were found to have integrated bactericidal and bioactive properties, which makes these coatings a promising surface treatment for orthopedic implants. These results pave the way for practical clinical applications of the FAgHA/ TNT biocomposites as an antibacterial bio-coating.
